[Microfluorometric method of determining the quality of reference sera labelled with FITC].
A microfluorimetric method for the determination of the quality of FITC-labeled antisera with the determination of the titer and the optimal working dilution in the FA test is described. Besides, the method permits to determine the confidence factor for any dilution of FITC-antiserum and to compare different lots.